Abstract-Monte Carlo simulations based on the Geant4 toolkit (version 9.1) were performed to study the emission of secondary prompt-gamma rays produced by nuclear reactions during carbon ion-beam therapy. These simulations were performed along with an experimental program and instrumentation developments which aim at designing a prompt-gamma ray device for real-time control of hadrontherapy. The objective of the present study is twofold: firstly, to present the features of the prompt-gamma radiation in the case of carbon ion irradiation; secondly, to simulate the experimental setup and to compare measured and simulated counting rates corresponding to four different experiments. For each experiment, we found that simulations overestimate prompt-gamma ray detection yields by a factor of 12. Uncertainties in fragmentation cross sections and binary cascade model cannot explain such discrepancies. The so-called "photon evaporation" model is therefore questionable and its modification is currently in progress.
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I. INTRODUCTION

H
ADRONTHERAPY consists in treating cancerous tumors with proton or light ion beams. This technique is very advantageous for the treatment of deep-seated tumors thanks to a ballistic precision much higher than in conventional radiotherapy with X-rays. In addition, the use of light ions (such as carbon ions) presents optimum biological effectiveness in the target volume, allowing the treatment of radioresistant cancers. Clinical experience in carbon ion therapy has been accumulated for more than ten years in Japan and Germany with extremely positive results and hadrontherapy developments are presently planned worldwide [1] , [2] .
To make the best use of the hadrontherapy advantages, realtime control of the dose delivered to the patient is highly de- sirable. Since no primary radiation emerges from the patient, in vivo imaging must be performed exploiting secondary radiations produced during nuclear reactions. Two kinds of radiations can be identified: i) prompt radiation (emitted during nuclear reactions at a time scale much smaller than one picosecond) dominated by photon, proton and neutron emissions and ii) the radioactivity of some fragments, in particular emitters. For both proton and carbon ion beams, it has been demonstrated that the activity distribution can be visualized at the end of the irradiation by means of positron emission tomography (PET) to provide valuable information for quality assurance [3] - [5] . In-beam PET for hadron therapy has been successfully used at GSI until 2008 to control the dose after irradiations. However, by using the actual system, it seems very difficult to foresee a real-time control with this technique, mainly because of the very low activity induced during the irradiation and the intrinsic problem of the nuclear lifetimes, during which positron emitters undergo a metabolic washout.
Prompt-gamma ray imaging appears as a good candidate to provide real-time information about the local dose both for proton [6] , [7] and carbon ion [8] therapy. Indeed the prompt-gamma emission point distribution is tightly correlated to the dose distribution and the emission yields are of the same order of magnitude as the number of fragmentation events, which potentially constitutes a sufficiently intense source for in-beam single photon emission tomography.
The present paper aims at presenting the comparison between our experimental data with Monte Carlo simulation results obtained with the Geant4 toolkit (version 9.1) [9] . The second section is dedicated to a brief presentation of the nuclear physics involved during ion beam irradiations at hadrontherapy energies. Our experimental setup is also described with a highlight on the need of Time-Of-Flight to discriminate gamma rays from background. The comparison between experimental and simulated results and the need for Geant4 hadronic models are discussed in the third section.
II. PHYSICS CASE
A. Physics of Promp-Gamma Rays
Depending on their energy, prompt-gamma rays are emitted during the successive stages of nuclear fragmentation [10] - [12] . As a rough description, the continuum energy spectrum can be divided into three components. High energy gamma-rays MeV are mainly produced during nucleon-nucleon bremsstrahlung at the very beginning of the reaction. (GDR), a collective oscillation between protons and neutrons in the nucleus. Below 10 MeV, the main contribution for gamma production is statistical photons coming from the remaining excited fragments at the final stage of the reaction. Lastly, at the end of the evaporation cascade, photons with discrete energies are emitted. The prompt-gamma ray spectrum is dominated by statistical photons whose energy ranges from a few keV up to 10-15 MeV.
B. Geant4 Physics List
The whole nuclear collision process can be described in four steps: the nuclear collision cross section, the intranuclear interaction, the pre-equilibrium stage and the deexcitation stage. Several models are available in Geant4 for the two first steps: concerning the nuclear collision cross sections, the Shen formula was used in this work. The binary cascade model was used to describe the inelastic interaction between protons, neutrons and light ions with target nuclei. In this model a three-dimensional intranuclear cascade (INC) propagates particles within the nucleus, which accounts for the energy transfer to nuclear matter.
The INC is used for projectile larger than 50 MeV/u leading to the formation of excited fragments, later managed by the precompound model. At lower energy, the INC is not valid anymore and a simple fusion of the projectile and the target nuclei is applied leading to the formation of a compound nucleus which will be managed by the precompound model. The precompound model is used as a smooth transition from highly excited nuclear matter to statistical equilibrium (exciton model). This model leads to the emission of light particles (p, n, d, t, and )
When this statistical equilibrium is reached two decay modes are taken into account by default in Geant4: the evaporation decay (emission of light particles and gamma rays) based on the Weisskopf-Ewing model and the photon evaporation channel at the end of the de-excitation cascade. Two other decay models can be called to treat relatively high excitation energy (above 3 MeV/u): the statistical multi-fragmentation for heavy nuclei and the Fermi break-up for light nuclei .
If the fragment is still excited at the end of the evaporation cascade, an additional gamma is emitted in order to complete the de-excitation. The prompt-gamma energy spectrum predicted by Geant4 is dominated by a broad component ranging from a few keV up to 10-20 MeV, in which some discrete transitions appear, in particular carbon transitions. Nevertheless the number of hard photons is far from being negligible [13] . As regards the electromagnetic processes, the standard electromagnetic physics package was selected in our work including standard electromagnetic process (Compton scattering, pair production and photoelectric effect for photons, multiple scattering and ionization for charged particles and electron and positron bremsstrahlung).
C. Experimental setup
In order to detect prompt-gamma rays, four experiments were carried out: two at the GANIL facility with relatively low energy beams (73 MeV/u and 95 MeV/u ) and two at GSI with higher energy beams (300 MeV/u and 310 MeV/u ). The experimental setup was reproduced in our simulations for the four experiments (see Fig. 1 ).
This setup consists in a collimated detection system placed at 90 from the beam line to determine the emission point of the prompt-gamma rays, as a function of the beam penetration depth in the target [8] , [13] . In the case of the GANIL experiments, the ion beam irradiated a 5 cm 5 cm 5 cm PMMA target. A 5 cm in diameter, 5 cm thick NaI(Tl) detector was used in a first experiment, and then replaced by a 9 cm in diameter, 16 cm thick scintillator. The additional lead shielding was used in order to reduce the background signal coming from gamma rays scattered by surrounding materials. In the GSI experiments the ion beam was impinging on a 12 cm wide, 20 cm high and 21 cm thick water target. The detector was placed 135 cm away from the beam line behind a 20 cm thick lead collimator. Additional lead shielding was added around the collimator. The experimental room was not taken into account in the simulations presented in this paper. 
D. Detection Technique
Many neutrons are produced during the collisions between the primary or secondary particles and the target nuclei. A key point for the detection of prompt-gamma rays is the ability to discriminate prompt-gamma signals from neutron signals in the detector. The Time-Of-Flight (TOF) technique allowed this identification in our experiments [8] . In all experiments the start signal is provided by the detection of a particle by the scintillator. The stop signal used depends on the structure of the beam: (i) at GANIL where the beam is pulsed, the stop signal was provided by the cyclotron high-frequency (HF) (beam pulse of ns every 80 ns); (ii) at SIS-GSI synchrotron where a continuum extraction mode was used (beam pulse of 8 s every 10 s), the beam was kept at low intensity 10 to allow the use of two thin plastic scintillators placed next to the exit window of the beam, to provide the stop signal.
The choice of setting the lowest count-rate detector giving the start signal was adopted to minimize the number of void events for which a start signal does not have a corresponding stop signal. This choice requires the stop to be suitably delayed.
Moreover, as low-energy deposition in the detector is likely to be dominated by neutrons and scattered gamma-rays, the TOF technique is coupled with an energy selection above typically 1 or 2 MeV photon equivalent energy. Fig. 2 shows a time vs. energy spectrum measured with a scintillator with a 95 MeV/u beam. The origin of time corresponds to the entrance of the beam in the target. Energy and time selections shown by the red rectangle allow the selection of prompt-gamma rays, which represent a very minor part of the detected signals. It must be noticed that the neutron and scattered gamma-ray background can be reduced but not suppressed by the energy selection, and that the measurement of a gamma-ray yield requires the background suppression by means of a measurement upstream the target.
In the simulations, the start signal is provided by the impact time of the projectile on the target and the stop signal is triggered by the detection of particles in the photon detector.
III. COMPARISON BETWEEN SIMULATIONS AND MEASUREMENTS
A. Counting Rates
Comparisons between simulations and measurements were carried out for each experiment. In all cases, a large discrepancy appears between the measured and simulated counting rates. This is clearly illustrated by Fig. 3 , which presents measured and simulated spectra of the energy deposited in a NaI(Tl) detector. The measured spectrum corresponds to a Time-of-Flight window of prompt-gamma rays that is similar to the one presented on Fig. 2 . Geant4 simulations overestimate the detection of prompt-gamma rays by a nearly constant factor of 12 over the whole energy spectrum beyond 1 MeV. Note that the simulated spectrum does not take into account the energy resolution of the detector, which explains that some discrete lines appear on this spectrum whereas only the 511 keV positron annihilation peak can be observed on the measured one. The small bump which lies between 0 and 500 keV in the measured spectrum is likely to correspond to neutrons scattered by the environment (table, walls, floor, ceiling), which was not taken into account in the simulations.
B. Prompt-Gamma Ray Profile
In order to obtain the longitudinal profile of prompt-gamma rays, measurements and simulations were performed for several depths in the target (corresponding to various positions of the collimator with respect to the target). The results for two experiments are presented in this paper: the first one with a low-energy beam (95 MeV/u ) at GANIL and the second at the GSI facility with a high-energy beam (310 MeV/u ). The measured and simulated gamma profiles are presented respectively at the top and at the middle of the Fig. 4 (the error bars correspond to statistical fluctuations). The bottom spectra show the emission yield and the longitudinal profile of the fragmentation events as a function of depth in the target (along with the dose deposition profiles).
For each position, measurements are obtained by integrating the counts in the photon detector according to the time and energy selections. Since the penetration depth of a beam is 20 mm in PMMA at 95 MeV/u and 18 cm in water at 310 MeV/u, a strong correlation is observed in both cases between the gamma profile and the ion range. Moreover, the Bragg peak position coincides with a gamma emission enhancement, which is an important feature for the spatial resolution of our technique. Note however that for the 310 MeV/u case, the poorer correlation is mainly due to the slit width (4 mm) and the target-to-detector distance (135 cm) which were larger compared to the 95 MeV/u case.
For each experiment, the shape of the profile is not perfectly well reproduced. At the low energy experiment, the measured counting rates increase with the ion penetration depth, while the simulated counting rates decrease. At the high energy experiment, the measured gamma profile is more flat, but, although the statistics are poor, the counting rates seem to increase also near the Bragg peak. If one takes into account the statistical fluctuations, the simulated profile can be considered as flat all along the ion range. Thus, simulations fail to reproduce the Bragg peak enhancement in the prompt-gamma ray profile.
At the bottom of Fig. 4 , the simulated distributions of fragmentation points present a tail behind the Bragg peak. Indeed, secondary particles, mostly neutrons, induce secondary fragmentation beyond the Bragg peak location. These secondary fragmentations have an effect on the contrast between counting rates measured inside and outside the primary ion beam path. This effect is more important at high energy and provides a physical limitation of the contrast. However in the GSI experiment, measurements after the Bragg peak location were obtained outside the target thus this effect can not be observed. At lower energy, the number of nuclear fragmentations is smaller beyond the Bragg peak, which explains why the contrast measured at GANIL is higher. In the calculated spectrum to repro- duce the GANIL experiment (bottom left), a discontinuity is clearly visible at 50 MeV/u (5 mm residual range) for particle emission. Gamma production slightly decreases while neutron emission increases. This break can be explained by a model change for particles emission rather than a real physical behaviour. It is responsible for the simulated counting rate decrease as a function of ion penetration depth.
IV. DISCUSSION
The discrepancy observed between simulations and measurements may originate from (i) the fragmentation cross sections and/or (ii) the gamma emission multiplicity per inelastic nuclear process. The validity of these data and the corresponding process implementation in Geant4 have therefore to be examined. The cross sections used in Geant4 have been inferred by simulating the irradiation of a thin target with mono-energetic ion beams from 10 MeV/u up to 400 MeV/u. The nuclear fragmentation cross sections extracted from these simulations were then compared with experimental data [14] . A satisfactory agreement-to within 10 percent-was found. Thus, we conclude that the cross sections used in Geant4 cannot explain the discrepancy in the counting rates of the prompt-gamma rays. This discrepancy must be due to the gamma multiplicity per nuclear fragmentation.
Moreover, the sharp discontinuity of the production of gamma-rays and neutrons seen in Fig. 4 (bottom left) originates from a sudden change of the gamma-ray and neutron multiplicities per nuclear fragmentation occurring for 50 MeV/u incident energy, as shown in Fig. 5 . Below this energy, the gamma-ray yield steeply decreases when the energy increases, whereas the neutron yield increases. From 50 MeV/u up to 400 MeV/u, the yield of prompt-gamma rays decreases slightly but the discontinuity at 50 MeV/u is not physically realistic and comes from a change of model already mentioned in Section II-B. It may explain why the gamma yield maximum detected at the end of the ion path is not reproduced in the simulations.
V. CONCLUSION
With the physics list used in this work, Geant4 (version 9.1) is able to reproduce the fragmentation yields of carbon ions at energies of relevance for hadrontherapy. However, the gamma evaporation models overestimate the total emission yield by a factor of 12, which was reproducible in several experiments. Moreover, the discontinuity in the gamma and light particle yields at 50 MeV/u beam energy confirms that the change of nuclear collision model from INC (at high energy) to a simple fusion of projectile and target nuclei is not satisfactory. Further efforts are undertaken to improve these models and recent simulations using the QMD (Quantum Molecular Dynamics) model instead of the binary cascade model, for projectiles heavier than protons and neutrons, seem to succeed in reproducing the gamma emission enhancement in the prompt-gamma ray profile. However, counting rates of prompt-gamma rays stay unchanged, because de-excitation models are the same as in the case of the binary cascade model. Comparisons of the Geant4 toolkit with other existing codes such as MCNPX, PHITS or FLUKA are planned. This is a key issue for the development of an online gamma-ray based monitoring system for ion therapy.
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